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ABSTRACT 


A laser  schlieren  system,  using  an  optically  active 
single-piece  quartz  prism-polaroid  sheet  combination  aper- 
ture in  place  of  the  conventional  knife  edge,  was  developed 
and  applied  to  high  pressure  solid  propellant  combustion 
studies.  Advantages  and  limitations  of  the  system  are 
discussed.  Ammonium  perchlorate  deflagration  was  observed 
to  pressures  of  2500  psi.  Distinct  surface  reaction  sites 
were  evidenced  in  the  gas  phase  at  high  and  low  pressures 
by  alternating  density  gradients  across  the  surface.  These 
sites  were  found  to  be  very  small  or  nonexistent  at 
intermediate  pressures. 
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A.  HISTORICAL  PERSPECTIVE 

Until  the  past  several  years,  solid  propellant  develop- 
ments were  largely  empirical  processes  due  to  the  very 
limited  understanding  of  propellant  combustion  mechanisms 
within  the  confines  of  a burning  chamber.  From  the  early 
phases  of  World  War  II  to  the  present,  solid  propellants 
have  continued  to  gain  in  importance  in  rocket  propulsion 
from  small  ordnance  rockets  to  long-range  nuclear  delivery 
vehicles  such  as  Poseidon  and  Polaris.  The  design  of  solid 
rocket  motors,  being  intimately  related  to  the  combustion 
characteristics  of  the  propellant,  was  also  largely  experi- 
mental. Studies  during  the  past  two  decades  have  been  able 
to  identify  many  propellant  parameters  and  establish  limited 
but  useful  models  for  the  immensely  complex  phenomenon  of 
solid  propellant  combustion.  The  development  of  adequate 
modelr  is  an  obvious  necessity  for  the  more  complete  under- 
standing of  propellant  combustion.  In  order  to  develop 
these  models,  however,  carefully  planned  and  controlled 
experiments  are  required  in  order  to  provide  a realistic 
foundation. 

B.  SOLID  PROPELLANT  COMBUSTION  MODELING 

The  combustion  of  solid  composite  propellants  is  a set 
of  highly  complex  concurrent  reactions  involving  all  three 
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physical  states  of  a heterogeneous  mixture.  Accurate 
modeling  would  require  an  accounting  for  such  parameters  as 
propellant  composition,  initial  temperature  and  pressure, 
particle  sizes,  binder  types,  degree  of  mixing  and  the  curing 
conditions,  burning  surface  shape,  gas  kinetics,  inhibitor 
performance,  catalysts  effect  and,  perhaps,  several  others. 
Changes  in  one  parameter  may  cause  changes  in  others  and 
would  be  reflected  in  the  overall  combustion  behavior.  The 
desired  output  of  a model  is  the  prediction  of  such  things 
as  burning  rates,  temperature  and  pressure  sensitivity, 
adiabatic  flame  temperatures  and  susceptibility  to  combustion 
instabilities.  "Prediction  capability  is  largely  dependent 
upon  empirical  correlation  rather  than  on  analytical  models 
which  reflect  a fundamental  understanding  of  the  combustion 
processes  " [Ref.  1].  The  physical  and  chemical  processes, 
in  general,  are  not  fully  known  or  understood.  Even  if  they 
were  fully  known,  accurate  analytical  models  would  be  so 
enormously  complex  as  to  be  mathematically  intractable. 

Thus,  simplified  models  have  been  developed  for  several  types 
of  propellants  for  correlation  purposes.  These  models  often 
naively  assume  one-dimensional  heat  transfer,  oversimplified 
kinetics  and  reaction  rates  and,  perhaps,  even  fail  to  account 
for  the  liquid  phase  or  accumulation  of  species  on  the  sur- 
face. A general  description  of  solid  propellant  combustion 
has  been  given  by  Boggs,  et . al.  [Ref.  1].  The  details 
involving  energy  ar.d  mass  diffusion  in  the  immediate  region 


13 


of  the  combustion  zone  remain  major  points  of  disagreement 
for  many  models.  One  major  area  of  uncertainty  in  modeling 
is  the  gas  phase.  Models  have  been  proposed  for  the  most 
common  propellants  and  ingredients  such  as  ammonium  per- 
chlorate (AP) , ammonium  perchlorate-binder  sandwiches, 
double  base  propellants,  catalytic  influences  on  propellants, 
etc.  Numerous  reviews  have  appeared  in  the  literature. 

Ammonium  perchlorate,  being  a very  important  and  common 
oxidizer,  had  a natural  early  entry  in  combustion  modeling 
attempts.  One  current  model  is  due  to  Guirao  and  Williams 
[Ref.  2}.  They  proposed  a one-dimensional  model  for  ammonium 
perchlorate  deflagration  between  20  and  100  atmospheres. 

An  important  result  of  the  Guirao-Williams  AP  combustion 
model  was  the  recognition  of  the  liquid  melt  contribution 
to  the  overall  combustion  process.  They  concluded  that 
"exothermic  condensed-phase  reactions  occurring  in  a liquid 
layer  at  the  surface  of  ammonium  perchlorate,  coupled  with 
exothermic  gas-phase  reactions,  are  responsible  for  the 
steady  deflagration  of  the  propellant  in  the  pressure  range 
from  20  to  100  atms.  70%  of  the  heat  release  is  found  to 
occur  in  the  liquid  layer."  [Ref.  2]  The  authors  emphati- 
cally concluded  that  the  deflagration  was  in  fact  not  one- 
dimensional, but  attempted  to  simplify  the  model  by  implicit 
averaging  over  the  detail  surface  structures  to  explain  an 
average  temperature  field,  chemical  composition,  chemical 
kinetics,,  heat  flux  and  regression  rate.  Detailed  surface 
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structures  (bubbling  and  frothing,  ridges,  active  sites 
and  needles)  as  reported  by  Boggs  [Ref.  3]  were  not  ex- 
plainable using  the  Guirao-Williams  model.  AP  deflagration 
is  known  to  be  strongly  influenced  by  pressure  as  shown  in 
Fig.  1.  At  room  temperatures,  experimental  pressure 
dependence  of  the  AP  burning  rate  obeys  the  power  law: 

N 

Burn  Rate  = (Constant)  * P 

with  N - 0.77  typically  between  20  and  50  atmospheres 
[Ref.  4],  The  lower  pressure  limit  for  monopropellant  AP 
combustion  was  found  to  be  approximately  300  psi  [Refs.  2, 

3 and  4] . 


Fig  I.  Deflagration  rate  of 
ommonium  perchlorate  in  Ng 
(after  Baggs,  ref  3) 


The  sandwich  configuration,  a layer  of  binder  laminated 
between  two  oxidizer  layers,  is  frequently  chosen  for  the 
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study  of  the  interaction  of  the  ingredients  of  a composite 
solid  propellant.  This  allows  the  rather  precise  definition 
of  element  boundaries  immediately  prior  to  reaction.  The 
pseudo  two-dimensional  sandwich  approach  represents  a com- 
promise between  the  complexities  of  the  three-dimensional 
reality  of  combustion  and  the  oversimplifying  assumptions 
of  one-dimensional  models.  The  major  benefits  of  the  sandwich 
approach  are  that  they  more  readily  allow  the  study  of 
oxidizer-binder  interface  events  and  the  associated  gas 
phase  reactions  above  the  interface.  The  major  objections 
are  a general  failure  to  represent  the  dimensions  of  the 
ingredient  layers  in  actual  propellant  use,  the  failure  of 
the  reaction  zone  to  encounter  a heterogeneity  in  the  direc- 
tion of  burn  and  the  possibility  that  at  some  higher  experi- 
mental pressures,  the  sandwiches  fail  to  be  typical  of 
actual  propellant  combustion  (Ref.  1]  . 

Strahle  has  provided  an  analytical  model  of  AP~binder 
sandwich  combustion  in  the  pressure  range  of  20-100  atm 
[Ref.  5],  The  physical  model,  shown  in  Fig.  2,  assumes  a 
semi-intinite  slab  of  ammonium  perchlorate  in  contact  with 
a semi-infinite  slab  of  binder.  This  takes  into  considera- 
tion the  regression  rates  far  removed  from  the  interface 
being  pure  AP  rates,  using  a slightly  modified  Guirao-Williams 
model.  Further,  this  model  was  time  independent  (steady 
state)  and  free  of  any  catalytic  additions  or  binder  melts. 

It  was  observed  by  Strahle  that  the  gas  phase  binder-oxidizer 
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Fig. 2 Sandwich  schematic 
{after  Strohle,et  al.,ref.5) 


reactions  showed  little  effect  on  the  surface  profile  for 
uncatalyzed  sandwiches.  This  i.Y’-Icl,  therefore,  assumed 
the  binder-oxidizer  reaction  rates  to  be  negligible.  Some 
additional  simplifying  assumptions  were:  identical  thermal 

and  transport  processes  of  the  solid  A P and  binder,  unity 
Lewis  number  everywhere  in  the  gas  phase,  constant  pressure 
deflagration,  and  identical  thermal  and  transport  properties 
of  all  gas  phase  species.  A final  major  assumption  was 
"that  on  any  vertical  line  parallel  to  the  binder-oxidizer 
interface  the  (pV)  product  (density  times  velocity)  is 
that  as  determined  in  the  solid  phase  and  all  lateral 
velocities  are  zero"  [Kef.  5}. 

One  of  the  more  recent  models  for  ammonium  perchlorate 
composite  solid  propellants  has  been  proposed  by  Beckstead, 
Derr  and  Price  [Ref.  6] . This  model  was  based  on  the  flame 
structure  surrounding  individual  AP  crystals  embedded  in  a 
binder  (Fig.  3) . The  binder  matrix  and  crystal  relationships 
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were  then  statistically  evaluated.  The  intended  model 
objective  was  not  burning  rate  prediction  per  se  but  rather 
the  prediction  of  a change  in  burn  rate  for  a given  change 
in  propellant  composition.  Three  flame  zones  were  identified 
a primary  flame  between  the  decomposing  binder  and  the  AP, 
a premixed  oxidizer  flame  and  a final  diffusion  flame  between 
the  products  of  the  other  two  flames.  The  oxidizer  (AP) 
decomposition  was  taken  to  be  the  dominant  factor  for  the 
overall  combustion  process.  This  model  resulted  in  good 
agreement  with  experiment  for  the  effects  of  surface  tempera- 
ture, pressure  exponent,  AP  concentration  and  temperature 
sensitivity  on  burning  rates.  The  model  also  assumes  an 
exothermic  AP  partial  decomposition  and  reaction  at  the 
propellant  surface  in  a thin  melt  region. 

For  double  base  propellants,  the  combustion  wave  is 
generally  considered  to  consist  of  four  identifiable  regions, 
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as  shown  in  Figs.  4 and  5.  A recent  model  for  double  base 
combustion  is  due  to  Kubota,  et.  al.  {Ref.  7],  This  model 
was  also  one-dimensional  with  temperature  as  a predominant 
parameter.  The  typical  "four-zone*  structure  was  used 
consisting  of  the  surface  reaction  layer,  the  "fizz"  zone 
with  the  first  steep  temperature  gradient  in  the  gas  phase, 
the  "dark"  zone  with  a near  constant  temperature,  and  tl' ^ 
luminous  zone  which  includes  the  final  combustion  processes 
{Refs.  7 and  8],  Typically,  a nitrate  ester  double  base 
propellant,  without  catalytic  additives,  was  found  to  exhibit 
a near  constant  pressure  exponent  function  (slope  of  the  log 
P-log  R plot)  as  follows: 

M e D( Log (Rate) ) /D(Log (Pressure) ) 

M was  typically  between  0.7  and  0.8.  This  pressure  depen- 
dence function  is  known  as  Vieille's  Law.  The  burning  rate 
of  double  base  propellant  is  thought  to  be  governed  by  the 
reactions  and  kinetics  occurring  in  the  thin  surface  reaction 
and  fizz  zones.  Current  models  for  double  base  propellants, 
including  the  effect  of  catalytic  addition,  are  reported  by 
Kubota,  et.  al.  [Ref.  8], 

C.  OPTICAL  METHODS  IN  SOLID  PROPELLANT  COMBUSTION  RESEARCH 
Numerous  optical  techniques  have  been  devised  to  gain 
insight  into  the  dominant  mechanisms  in  solid  propellant 
deflagration.  For  example,  high  speed  motion  pictures, 


Fig. 5 Typical 
temperature  profile  for 
double  base  propellants 
(after  Kubota,et  al. 
ref.  8) 


burning  distance 


density  field  techniques  (schlieren,  etc.),  line  absorption, 
chromatography,  electron  microscopes,  etc.,  have  been  used 
in  recent  years.  Kubota  and  others  used  a combination  of 
very  fine  (4  micron  btad)  thermocouples  and  high  speed 
infra-red  photography  to  study  the  site  and  mode  of  action 
of  platonizers  in  double  base  propellants  [Ref.  7).  Murphy 
and  Netzer  [Ref.  9]  used  a mercury  arc  source  schlieren 
system  for  AP  and  AP-binder  sandwich  combustion  studies. 

Klahr  and  Netzer  further  attempted  the  use  of  an  argon  (CW) 
laser  source  schlieren  with  either  a neutral  density  wedge 
filter  or  a knife  edge  to  study  a variety  of  solid  propellant 
combustion  [Ref.  10].  Developments  in  laser  light  source 
optical  systems,  including  schlieren,  have  been  reported  by 
Lu  [Ref.  11]  and  Oppenheim  [Ref.  12].  These  systems  are 
potentially  valuable  tools  for  propellant  combustion  studies. 
A combination  of  high  speed  photography  (with  other  than 
laser  light  sources)  and/or  detailed  surface  study  of  ther- 
mally or  depressurized  quenched  samples  with  a scanning 
electron  microscope  or  other  electron  microprobe  analysis 
have  been  reported  by  a number  of  researchers  including 
Boggs  [Ref.  3] , Boggs  and  Kraeutle  [Ref.  14] , Derr  and  Boggs 
[Ref.  15],  Boggs  and  Zurn  [Ref.  16],  Hightower  and  Price 
[Ref.  17],  Varney  and  Strahle  [Ref.  18],  and  Strahle,  Handley 
and  Kumar  [Ref.  5]. 

Using  an  optical  system  of  some  type  to  study  propellant 
combustion  in  a high  pressure  atmosphere  provides  a unique 
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opportunity  for  a "stop  action"  observation  as  well  as 
continuous  slow  motion  study  of  the  flow  field  and  surfaee 
eonf  juration.  Further,  a well  designed  optical  scheme 
has  little  effeet  on  the  eombustiun  mechanism,  which  is 
particularly  important  when  the  boundary  conditions  are 
significant,  as  is  the  ease  when  small  samples  are  tested 
in  small  pressure  vrssels.  Although  highly  attractive, 
particularly  from  a qualitative  analysis  standpoint,  optieal 
systems  have  several  significant  disadvantages  wher  applied 
to  combustion  studies.  The  problems  tend  to  fall  into  two 
areas:  problems  associated  with  the  combustion  system  or 

meehanism  itself  and  those  associated  with  the  opties  system, 
independent  of  any  particular  item  in  the  test  seetion. 

Combustion  produets,  particularly  smoke,  accumulating 
within  the  eombustion  bomb  or  immediately  above  the  burning 
surface  can  seatter  or  absorb  light  and  generally  obseure 
the  surface  aetior.  as  well  as  degrade  sehlieren  observations. 
Too  low  a purge  rate  allows  too  mueh  smoke  to  accumulate 
while  purging  too  rapidly  might  eause  a large  eonvective 
heat  loss,  thus  af looting  the  combustion  mechanism  itself. 

A major  problem  in  observing  surfaee  reaetion  and  the 
gas  phase  just  above  the  surface  during  high  pressure  eom- 
bustion of  certain  propellants  is  the  visible  light  or 
self-luminous  interference  effeets  from  the  combustion  zone. 


As  the  pressure  is  raised,  the  combustion  zone  tends  to  move 
closer  to  the  solid  surface  and  the  problem  is  magnified. 
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This  interference  overpowers  schlieren  observations  resulting 
in  a yellow  overtone  in  color  photography  or  a washed  out 
region  in  black-and-white  (Refs.  10  and  11].  With  an  unlimited 
light  source  power  supply,  it  is  conceptually  possible  to 
simply  overpower  the  interference  but  at  the  potential  risk 
of  affecting  the  combustion  mechanism  if  the  source  intensity 
is  high  enough  to  cause  heating  of  the  specimen  or  the  flow. 

A second  and  preferable  potential  solution  is  the  use  of  the 
monochromatic  properties  of  laser  light  and  a narrow-pass 
filter  combination  with  the  filter  at  peak  transmission  at 
the  laser  wavelength  (Ref.  11] . The  wavelength  of  the  laser 
and  filter  should  be  significantly  displaced  from  the  expected 
peak  of  the  self-luminous  interference. 

In  order  to  create  a controlled  steady  state  high  pres- 
sure environment,  a secure  pressure  vessel  complete  with 
viewing  ports,  ignition  system  and  exhaust/purge  facilities 
is  required.  The  optical  quality  of  the  vessel  windows 
must  necessarily  be  high,  particularly  for  a laser  light 
source,  and  their  physical  strength  sufficient  to  withstand 
the  intended  pressures.  The  internal  dimensions  of  the 
chamber  must  be  sufficient  so  as  not  to  constitute  an  adverse 
boundary  condition  and  unduly  influence  burning.  The  possi- 
bility for  equipment  failing  under  high  pressure  operation 
imposes  additional  safety  precautions  such  as  a remote 
control  console  from  which  the  experimental  runs  may  be 
initiated . 
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The  techniques  of  ignition  must  include  a minimum 
interference  effect  on  the  combustion  mechanism.  It  is 
possible  to  create  a heat  sink  if  the  specimen  mounts  or 
ignition  system  members  are  too  massive  or  too  close  to  -rhc 
specimen,  thus  altering  the  burning.  It  is  also  highly 
desirable  to  have  as  even  ignition  as  possible  across  the 
regression  surface  of  the  specimen. 

Motion  picture  systems  for  data  recording  offers  the 
possibility  for  both  "stop  action"  as  well  as  slow  motion 
study  of  the  flow  field  without  . cerfering  with  the  combus- 
tion process.  Other  mrthods,  sue?,  as  quenching,  may  actively 
interfere  with  the  process  while  Q-switching  laser  techniques 
do  not  provide  for  continuous  observation.  Probes  or  fine 
wire  thermocouples  are  also  used  but  must  be  precisely 
positioned  and  represent  a possible  discontinuity  during 
the  burn.  For  motion  picture  recording,  the  light  source 
must  be  of  sufficient  power  for  the  desired  beam  geometry 
to  enable  film  exposure  at  +he  necessarily  high  framing 
rates.  The  power  levels  for  Q-switching  techniques  present 
no  problems  but  for  CW  lumens  in  the  visible  spectrum  the 
power  levels  are  limited  and  the  efficiencies  low.  The 
losses  from  each  member  of  the  optics  train  must  also  be 
considered  in  order  to  yield  the  necessary  light  intensity 
at  the  film  plane.  High  ASA  ratings  for  high  speed  films 
and  developing  methods  to  extend  the  ASA  ratings  may  assist 
for  lower  light  levels.  Due  to  the  time  required  for  the 
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camera  to  accelerate  the  film  frcm  rest  t.c  the  selected 


framing  rate,  it  is  essential  that  the  ignition  and  camera 
initiation  be  fully  coordinated  to  account  for  the  propel- 
lant burn  time  at  the  seclected  pressure  and  the  available 
film  length.  This  necessitates  some  method  of  viewing  the 
specimen  from  the  remote  control  console. 

Specimen  purity,  construction  and  mounting  techniques 
may  add  variables  into  the  results.  Intergranular  cracks 
in  polycrystalline  propellants;  or  fractures  in  single  crystal 
specimens  may  represent  discontinuities  in  the  combustion 
process.  For  ammonium  perchlorate  especially,  contaminants 
such  as  water  necessitate  special  storage  and  handling.  The 
specimen  plane  must  be  carefully  positioned  in  the  test 
section  perpendicular  to  the  optical  axis  to  avoid  additional 
problems  in  defining  a focus  reference  point. 

The  test  section  for  high  pressure  combustion  studies 
is  defined  by  the  internal  dimensions  of  the  pressure  vessel. 
The  objective  in  the  schlieren  approach  is  to  observe  gradi- 
ents in  a single  plane  and  preferably  in  a single  direction. 
The  flow  field,  however,  is  three-dimensional  and  the  axial 
thickness  of  the  field  results  in  an  averaging  effect  over 
the  length  of  the  test  section. 

The  specimen  has  a known  finite  thickness  in  the  axial 
direction.  Depending  on  the  criticality  of  focus,  some 
reference  point  definition  is  required.  The  axial  thickness 
variation  of  the  gas  phase  with  height  above  the  burning 
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surface  should  be  considered  in  focus  point  definition. 

The  axial  thickness  of  tha  gas  phase  is  probably  closest 
to  that  of  the  specimen  nearest  the  burning  surface.  Simul- 
taneous good  focus  of  both  the  solid  and  gas  phases,  as  well 
as  obtaining  the  desired  magnification,  can  be  a major  problem. 

Interaction  of  coherent  monochromatic  laser  light  with 
the  conventional  knife  edge  produces  diffraction  patterns 
which  render  this  combination  unsuitable  for  laser  schlieren 
systems  [Ref.  11  and  12] . The  inherent  fringing  around  the 
periphery  and  general  inhomogeneity  of  the  laser  beam  may 
require  it  to  be  "cleaned"  by  spatial  filtering  or  other 
techniques  in  order  to  be  suitable  for  use  in  a schlieren 
system.  Unmodified  laser  beams  and  the  benefits  of  spatial 
filtering  are  discussed  and  illustrated  by  Klein  [Ref.  13] . 

The  plane  polarized  characteristic  of  laser  light  allows  the 
use  of  optically  active  crystals  to  replace  the  conventional 
knife  edge  and  thus  to  minimize  or  eliminate  the  associated 
diffraction  patterns.  The  major  advantage,  however,  is 
derived  from  the  monochromatic  nature  of  laser  light  which 
permits  the  use  of  a narrow-pass  filter  to  minimize  or 
eliminate  the  problem  of  self-luminous  interference  and 
observe  only  the  schlieren.  An  additional  advantage  of 
a laser  source  is  the  dual  use  with  a hologram  setup  or 
other  dual  system  as  reported  by  Lu  [Ref.  11] . 

Of  the  available  references  to  date,  the  combination  of 
a CW  laser  source  schlieren  system  with  an  optically  active 
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quartz  prism-polaroid  sheet  combination  aperture  for  appli- 
cation in  solid  propellant  combustion  study  has  not  been 
reported.  The  major  objective  of  this  thesis  is  to  report 
on  the  development  of  a laser  schlieren  (optically  active 
aperture)  system  designed  to  eliminate  the  problem  cf 
self-luminous  interference  during  flow  field  studies  and  to 
apply  it  to  the  study  of  combustion  of  certain  propellants 
at  pressures  to  2500  psi.  The  technique  offers  the  potential 
for  gas  phase  combustion  study  by  the  elimination  of  the 
self-luminous  interference  problems,  while  providing  the 
qualitative  flow  field  data  or  the  schlieren  method  and 
retaining  the  overall  advantages  of  high  speed  photography. 

In  order  for  this  combination  to  be  a viable  system,  it 
must  first  overcome  some  inherent  laser  optics  problems 
and  provide  a quality  and  sensitivity  of  schlieren  comparable 
to  conventional  systems. 


II.  EXPERIMENTAL  APPARATUS  AND  PROCEDURES 


A.  APPARATUS  AND  THEORY  OF  OPERATION 

Basically,  the  optical  system  employed  consisted  of  a 
CW  argon  laser  source  schlieren  using  high  quality  lenses, 
an  optically  active  aperture  in  place  of  the  conventional 
knife  edge  and  a bi-concave  lens  to  initially  diverge  the 
laser  beam. 

The  schlieren  aperture  used  was  an  optically  active  30 
degree  quartz  single-crystal  prism  and  polaroid  sheet 
combination  to  replace  the  knife  edge.  The  commonly  accepted 
theory  of  optical  activity  and  optically  active  materials 
has  been  attributed  to  Fresnel  (1825)  and  may  be  found  fully 
described  in  Refs.  19-24.  Very  briefly,  optical  activity 
is  the  phenomenon  displayed  by  certain  crystals  and  solutions 
which  rotate  the  plane  of  vibration  of  polarized  light. 

The  fundamental  cause  of  optical  activity  in  crystals  is  the 
atomic  arrangement  in  like-handed  spirals  along  the  direction 
of  propagation  of  the  light.  This  direction  is  known  as 
the  optically  active  axis.  The  amount  of  rotation  depends 
on  the  optically  active  material  (i.e.  quartz  or  cinnabar 
etc.),  the  wavelength  of  the  light  and,  to  a smaller  degree, 
the  temperature.  The  crystalline  structure  of  quartz 
(silicon  dioxide)  has  been  described  by  Bragg  and  Claringbull 
{Ref.  25]. 


28 


The  amount  of  rotation  by  optically  active  quartz  is 
strongly  dependent  on  the  wavelength,  and  is  linear  with 
distance  along  the  optical  axis.  That  is,  given  the  wave- 
length and  temperature,  the  specific  rotation  (degrees/nun) 
is  a constant.  A summary  of  the  data  collected  [Refs.  19-22, 
24  & 26)  may  be  found  in  Table  I . The  data  were  used  to 
obtain  polynomial  curve  fit  equations  for  the  specific 
rotation  as  a function  of  wavelength  and  as  a function  of 
the  inverse  square  of  wavelength.  These  data  approximations 
are  plotted  in  Fig.  6 using  the  polynomials  presented  below. 


TABLE  I 

Specific  rotation  of  quortz 


<jfes(deg/mm) 

X & 

xIO8) 

X 

P 

201.9 

22  65 

19.492 

29.73 

508  6 

3.866 

153.9 

2503 

15  958 

27.46 

5270 

3.601 

95.0 

3034 

10.863 

26.5 

5351 

3.492 

72.45 

34  0 4 

8 632 

25  54 

5461 

3.354 

50  98 

3969 

6 348 

22.1 

5890 

2.883 

46.95 

4047 

6 107 

18.0 

6438 

2.413 

47  4 

4102 

5.943 

1 7.26 

6563 

2 322 

42  37 

4308 

5 388 

1 6.54 

6708 

2.222 

4 1 .55 

4358 

5 265 

1 5 55 

6867 

2.1  21 

35  6 

4678 

4.569 

1 3 9 

7281 

1 886 

32  75 

4861 

4 232 

1 1 .59 

7948 

1 .583 

(dato  from  refs  19-21, 24826) 


Specific  rotation  versus  wavelength:  Wavelength  in 

O 

angstrom  units.  A,  and  specific  rotation  in  degrees /mm  along 
the  optical  axis. 
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- 6095.07  - 8.82083  A + 5780I4E-03  \2-  2 I837E-06  X3  + 5.I4734E-IO  A* 
-7.7I202E-I4  A + 7.1532 9 E- 18 \G-  3.75069E-22  \7  + 8.5066E-27  A8 

Maximum  error  = 0.45°/mm  over  the  range  from  3000-7000 

O O 

A.  Over  the  visible  range,  from  approximately  4000-7000  A, 
the  following  polynomial  gives  an  excellent  fit  with  errors 
of  1.3°/mm  or  less: 

0S  = -2.10  + 8 14E+08/  X2 

Specific  rotation  vs.  inverse  square  of  wavelength: 
Wavelength  in  angstrom  units  and  specific  rotation  in  degrees 
mm  along  the  optical  axis. 

Define : 3 = \~2  x 10  8 

4>s  =-0  282154  + 7,30959/3  + 0. 105328/3%  2.65491  E-03/33 


Maximum  error  = 0.37°/mm  over  the  range  2.0-10.5.  Over  the 
visible  range,  2.04  to  6.25,  the  plot  is  nearly  linear  and 
may  be  closely  approximated  by  the  following: 


=-2  328  +8  34/3 


The  errors  for  this  approximation  are  less  than  0.38°/mm. 


The  plane  polarized  nature  of  laser  light  permits  the 
substitution  of  an  optically  active  quartz  prism-polaroid 
sheet  combination  for  the  knife  edge  as  the  schlieren  aper- 
ture. Quartz  is  only  one  several  optically  active  materi- 
als that  could  be  used.  Parallel  rays  passing  through  a 
flow  field  with  density  gradients  are  differentially  refracted 
resulting  in  a shift  of  position  of  impingement  on  the  per- 
pendicular face  of  the  quartz  prism.  With  a knife  edge, 
either  more  or  less  light  is  allowed  to  pass,  depending  on 
the  direction  of  the  shift.  The  corresponding  light  or 
dark  zones  from  the  typical  schlieren  record.  In  the  case 
of  a quartz  prism,  the  displaced  light  travels  through 
differing  thicknesses  of  quartz  which  in  turn  rotates  the 
plane  of  polarization  by  differing  amounts.  The  polaroid  acts 
as  a filter  to  pass  ray's  whose  rotation  is  close  to  the 
Polaroid  orientation  and  absorb  the  others.  Again,  the 
corresponding  light  and  dark  zones  form  the  schlieren  record. 
In  order  to  avoid  the  deflection  of  the  entire  beam  after 
passing  through  the  quartz  prism,  a second  complimentary 
but  optically  neutral  prism  of  matching  index  of  refraction 
is  necessary  [Refs.  11  and  12).  Figures  7 and  8 show  the 
geometric  relations  of  displacement  to  rotation  and  the 
qualitative  ray  tracing  through  the  prism  system. 

The  completed  optical  system  is  shown  in  Figs.  9 and 
10.  The  laser  source  beam  was  diverged  by  a bi-concave  lens 
to  the  desired  diameter  at  the  first  schlieren  lens.  The 
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T+AT 


refer'ence'foyy 


AX  = f2«- refraction  displacement 

AT  = tan(a)  AX-diff  thickness 

f2  * focal  length  of  second 
schlieren  lens 
€ - total  refraction 


T-AT 


y /\x  X+AX 


Fig. 7 Geometric  relationship  of 
differential  thickness, AT,  to 
refraction  displacement , A X 


n - index  of  refraction 


optically  active 
quartz  prism 

n = l.55  / 


beam  center 

Fig. 8 Qualitative  trocing  of 
converging  beam  through  two 


optically  neutral 
prism 
n * 1.55 


Fig  9a.  General  layout  of  schlieren  system 


Fig. 9b  r.ae  i/iew  of  schlieren  system  from 
lens  L , to  lens  l 3 
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-min.  cleorerce  dist 
-focus  ref  dist. 
-focal  length  of  L| 


focal  points  of  the  first  schlieren  lens  and  bi-concave 
lens  were  coincident.  The  first  schlieren  lens  collimated 
the  beam  and  directed  it  through  the  test  section,  the  narrow- 
pass  filter  and  on  toward  the  second  schlieren  lens.  The 
second  schlieren  lens  focused  the  quasi-parallel  beam  from 
the  test  section  to  a point  in  a plane  coincident  with 
the  perpendicular  face  of  the  single-piece  quartz  crystal. 

The  light  passed  through  the  quartz  prism  and  correcting 
prism,  through  the  polaroid  sheet,  and  was  focused  onto 
the  film  plane  by  the  final  focusing  lens.. 

The  light  source  used  was  a Control  Laser  continuous 

O 

v;ave  (CW)  argon  laser,  model  902A,  operating  at  the  4 880  A 
line.  The  laser  was  operated  at  32  amps/220  vac  t3  deliver 

O 

a maximum  power  of  1.3  watts  at  4880  A.  The  beam  width 

2 

was  2mm  at  the  './e  intensity  point  with  a divergence  (full 
angle)  of  0.6  milrad. 

The  positioning  of  the  two  schlieren  ler.ses  and  the 
final  focusing  lens  was  determined  from  laboratory  space 
considerations  and  by  the  final  image  size  desired  on  the 
film  plane.  The  thin  lens  model,  1/F  = 1/S  + 1/S 1 , was 
used  to  position  all  optical  lenses.  The  final  focal  plane 
for  the  entire  system  was  calculated  '’sing  the  model  to 
find  the  approximate  position.  The  physical  size  limitations 
of  the  laboratory  would  have  forced  "folding"  the  optics 
several  times  to  fit,  if  a real  image  system  were  to  be  used. 
In  order  to  shorten  the  optics  and  still  achieve  the  desired 
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final  image  size  near  1.0  magnification,  the  second  schlieren 
lens  was  placed  such  that  the  test  section  was  inside  its 
focal  point.  The  virtual  image  thus  created  by  the  second 
schlieren  lens  was  used  as  the  object  for  the  final  focusing 
lens.  Figs.  11  and  12  show  the  approximate  layouts  for  the 
real  and  virtual  image  systems  for  a final  magnification  of 
near  unity  based  on  the  thin  lens  assumptions. 

The  thin  lens  model  can  be  non-dimens.i.onalized  to  obtain 
a direct  relationship  for  object  distance  to  image  distance 
in  terms  of  focal  length,  f,  as  shown  in  Fig.  13a  & 13b. 

All  photographic  records  were  made  directly  onto  the 
film  plane.  The  omission  of  the  camera  lenses  reduced  the 
complexity  of  the  optical  problem  and  minimized  further 
light  losses.  Initial  system  evaluation  was  done  by  taking 
long  exposure  schlieren  pictures  of  laminar  flames.  They 
were  made  using  a Leica  (model  M-2)  camera  and  Tri-X  135 
panchromatic  film  (ASA  400)  . Exposure  times  of  2 millisecs 
produced  satisfactory  results.  For  motion  picture  recording, 
a Hycam  model  K2004E-115  high  speed  16mm  motion  picture 
camera  was  used.  Framing  rates  of  up  to  10,000  frames/second 
were  used  with  exposure  times  of  80  microsec  or  less  depending 
on  the  associated  shutter  used.  The  lower  limiting  time 
capability  was  1 microsec.  Movie  film  types  included 
7277  4X  reversal  (ASA  400) , 2475  Estar-AH  base  (ASA  1000) 
and  7224  negative  (ASA  500).  The  7277  4X  was  used  primarily 
because  it  has  a color  sensitivity  peak  in  the  blue-green. 
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l/f  = I/S  4-  I /s' 
m=  h'/h  =-S'/S 


Fig.l3o  Thin  lens  model 


X = S/f 

x*  = sW 


x' 


Fig. 13b  Non-dimensional 
thin  lens  model 


o 


focal  point 


A Red  Lake  Millimite  TLG-4  oscillator  was  used  during 
all  movie  runs  to  provide  a timing  mark  on  the  film  edge 
at  the  pre-selected  time  intervals. 

O 

The  4880  A narrow-pass  filter  was  located  immediately 
downstream  of  the  test  section,  prior  to  the  second  schlieren 
lens. 

In  the  test  section,  facilities  were  provided  for 
mounting  either  of  two  pressure  vessels  used  for  high  pres- 
sure propellant  combustion.  Each  ccmbustion  bomb  was  con- 
nected to  a common  ignition  system  as  well  as  to  common 
plumbing  for  the  nitrogen  pressurization  source  and  smoke 
purging  system. 

The  low  pressure  bomb,  Fig.  14a,  was  made  from  300-series 
stock  steel  with  an  internal  test  section  diameter  of  8.0 
cm  and  walls  4.5  cm  thick.  Photographic  viewing  ports  2.54 
cm  in  diameter  and  oriented  along  the  axis  were  fitted  with 
plate  glass  windows  3.2  cm  thick.  An  additional  viewing 
port  was  located  on  the  side  of  the  bomb  for  ignition-camera 
initiation  coordination.  The  low  pressure  bomb  was  pressure 
tested  to  1500  psi  but  limited  to  operation  at  800  psi. 

The  high  pressure  bomb,  Fig.  14b,  was  fabricated  from 
#347  stock  steel  and  likewise  fitted  with  two  viewing  ports 
along  the  axis  and  one  on  the  side.  The  internal  test  section 
diameter  was  5.0  cm  and  the  walls  5.05  cm  thick.  Due  to  the 
maximum  operating  pressures  of  300  0 psi,  _'..e  viewing  diameter 
was  reduced  to  1.27  cm  and  made  from  schlieren  quality  neutral 
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quartz  3.2  cm  thick.  The  high  pressure  bomb  was  pressure 
tested  to  4500  psi  prior  to  any  experimental  runs.  As  an 
added  safety  precaution  for  the  very  high  pressures,  a 
steel  shrovd  was  titted  to  surround  the  entire  bomb  during 
a pressure  run. 

To  accommodate  the  change  of  window  diameter  between 
the  two  bombs  and  to  achieve  as  little  light  loss  as  possible, 
two  bi-concave  lenses  were  used  as  follows:  5.0  cm  focal 

length  lens  for  the  low  pressure  bomb  to  give  a test  section 
beam  diameter  of  approximately  2.59  cm;  10.0  cm  focal  length 
lens  for  the  high  pressure  bomb  with  a be?:,,  diameter  of 
about  1.3  cm. 

The  remote  control  console  provided  for  complete  con- 
trol of  system  pressurization,  ignition  and  camera  initia- 
tion. The  location  of  the  console  was  out  of  the  line  of 
sight  through  the  windows,  in  the  event  of  failure.  A 
surveyor's  transit  and  first-surface  mirror  provided  pre- 
ignition observation  of  the  specimen  for  camera  coordination. 

The  ignition  system  consisted  of  two  electrodes  mounted 
on  either  side  of  the  specimen  pedestal.  Between  the 
electrodes  a #32  nickel-chromium  wire  was  pulled  taut  across 
the  upper  specimen  edge  and  secured  to  each  side.  The 
ignition  wire  was  electrically  in  series  with  a variable 
resistor  in  order  to  control  the  current  provided  by  the 
12  VDC  battery  source.  A continuity  check  circuit  with  a 
visual  indication  was  also  included.  Figure  15  shows  a specimen. 
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The  pressurization /purge  system  was  controlled  from  the 
remote  console  through  a dome  valve.  This  dome  valve  in 
turn  controlled  the  flow  from  the  compressed  gas  resevoir, 
nitrogen  in  this  case.  A pressure  tap  and  gauge  read  the 
bomb  pressure  directly  and  was  viewed  from  the  console. 
Exhaust  port  valves  on  the  top  of  the  bomb  controlled  the 
rate  of  the  exhaust  flow  for  smoke  removal.  The  exhaust 
flow  was  introduced  through  a porous  plate  in  the  bottom 
of  the  chamber,  passed  up  through  the  test  section  and  then 
vented  to  the  atmosphere. 
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B.  EXPERIMENTAL  PROCEDURES  AND  PROBLEMS 


1 . Introduction 

A three-phase  test  plan  was  developed  in  order  to 
provide  an  opportunity  to  improve  techniques  and  to  compare 
the  intermediate  results  with  the  conventional  schlieren 
systems . 

The  first  phase  was  for  initial  system  setup, 
familiarization  and  development.  Items  such  as  city  gas 
diffusion  flames,  candle  flames  and  bunsen  burners  were 
used  at  atmospheric  pressure  for  basic  quality  and  sensi- 
tivity comparisons  with  previously  reported  systems.  Initial 
results  showed  enough  potential  to  continue  with  the  second 
phase. 

The  second  phase  of  the  test  plan  was  to  duplicate 
portions  of  the  solid  propellant  combustion  study  reported 
by  Murphy  and  Netzer  [Ref.  9]  and  Abraham,  Klahr,  Gerhardt 
and  Netzer  [Ref.  10]  for  direct  comparison  of  sensitivity, 
quality  and  feasibility  using  identical  specimen/environments 
with  two  different  optical  systems.  This  phase  was  a most 
important  preliminary  to  the  ultimate  intended  use  of  the 
system  for  high  pressure  propellant  combustion  study.  This 
phase  also  assisted  in  technique  development  and  identified 
component  influence  (i.e.  polaroid)  on  sensitivity  and 
quality.  The  criticality  of  the  system  final  focus  was 
also  demonstrated.  Additionally,  these  intermediate  results 


supported- the  feasibility  of  this  laser  schlieren  technique 
for  the  third  and  final  phase. 

The  final  phase  was  to  apply  the  system  to  combustion 
phenomena  which  could  not  be  readily  studied  using  conven- 
tional schlieren  techniques.  More  specifically,  ammonium 
perchlorate  deflagration  was  examined  to  pressures  of  2500 
psi. 


2 . Initial  System  Setup 

The  optical  bench  and  combustion  bomb  pedestal  mounts 
had  been  sight  aligned  and  leveled,  then  hard  mounted  on  a 
common  steel  sheet  for  previously  conducted  experiments.  All 
additional  optical  members  used  in  this  system  were  aligned 
to  this  basic  reference.  In  general,  it  was  found  that  the 
overall  alignment  of  the  system  was  critical  for  obtaining 
good  results.  Initially,  only  the  laser  and  the  two  schlieren 
lenses,  LI  and  L2 , were  used  for  alignment  (see  Fig.  10). 

With  the  laser  leveled,  visually  aligned  to  the  bench  and 
adjusted  to  the  desired  test  section  center  height,  the 
first  and  second  lenses  were  mounted  in  place  such  that  the 
laser  beam  j.ii>ijriiged  on  each  lens  at  its  center  without  being 
refracted  off  the  optical  axis  of  the  bench.  Each  additional 
optical  member  was  added  one-at-a-time  and  aligned  to  the 
reference  bench  axis  separately.  Fine  adjustments  to  the 
bi-concave  lens,  L1A,  were  necessary  to  select  and  position 
a clean  portion  of  the  expanded  laser  beam  to  achieve  optimum 
specimen  illumination. 
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The  CW  argon  laser  used  {Control  Laser  model  902a) 

O 

was  tuned  to  4880  A using  the  combination  of  optical  power 
meter  and  visible  blue-green  color  characteristic.  4880 

O 

and  5145  A were  the  two  primary  lines  (max.  power)  of  this 

O 

model  laser.  The  4880  A line  and  matched  narrow-pass  filter 
combination  was  specifically  selected  to  move  as  far  as 
possible  in  the  electromagnetic  spectrum  from  the  expected 

O 

wavelengths  of  5100+  A for  self-luminous  interference.  Other 

O 

laser  lines  below  4880  A did  not  provide  sufficient  power 
to  be  considered. 

System  focus  proved,  initially,  to  be  a problem  and, 
overall,  to  be  critical  for  reasonable  resolution.  The  lens 
system  was  set  up  using  the  thin  lens  model.  The  positioning 
of  the  second  schlieren  lens  relative  to  the  test  section 
took  the  final  image  size  into  account.  During  this  initial 
setup,  the  filter,  Polaroid  sheet  and  prisms  were  not  con- 
sidered or  included.  Final  focusing  was  accomplished  with 
all  the  optical  members  in  place:  bi-concave  lens,  LlA, 

first  schlieren  lens,  LI,  two  bomb  windows,  narrow-pass 
filter,  second  schlieren  lens,  L2 , both  prisms,  Polaroid 
sheet  and  the  final  focusing  lens,  L3  {see  Fig.  10).  The 
final  focal  plane  was  identified  relative  to  the  reference 
of  the  final  focusing  lens.  A small  white  screen  was  used 
to  observe  the  focus  of  a fine  wire  loop  in  the  center  of 
the  test  section.  The  criterion  for  "in  focus"  was  the  wire 
appearance  to  the  eye  of  two  observers  as  the  screen  was 
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moved  axially.  The  calculated  and  apparent  final  focal 
planes  differed  by  a few  centimeters  but  this  was  attri- 
buted to  the  thin  lens  model  shortcomings,  applied  to  non- 
thin  lenses,  and  failure  to  account  for  the  prisms,  Polaroid, 
filter  or  bomb  windows'  effects.  The  specimen  magnification 
in  the  final  focal  plane  was  approximately  0.85. 

Initially  a spatial  filter  was  used  to  "clean"  and 
diverge  the  beam  prior  to  the  first  schlieren  lens.  In 
this  arrangement,  the  pinhole  plane  was  located  at  the  focal 
point  of  the  first  lens.  The  combination  of  power  losses 
across  the  filter  itself  and  the  large  divergence  angle  made 
it  impossible  to  expose  the  film  (7277  4X  reversal  ASA-400) 
at  or  above  2000  frames  per  second.  A satisfactory  substitu- 
tion was  found  using  a bi-concave  lens  prior  to  the  first 
schlieren  lens,  with  the  two  focal  points  coincident.  The 
bi-concave  focal  length  coupled  with  that  of  the  first 
schlieren  lens  controlled  the  beam  geometry  at  the  first 
lens  and,  consequently,  through  the  test  section  as  indi- 
cated in  Fig.  16.  By  minor  adjustments  of  lens  L1A,  a usable 
portion  of  the  beam  could  be  placed  on  the  target  element 
without  further  beam  filtering. 

Tuning  the  system  to  the  best  schlieren  response 
was  largely  a matter  of  finesse  and  involved  adjusting  the 
combination  of  quartz  prism  and  Polaroid.  Initially,  the 
Polaroid  was  adjusted  (without  the  prisms  or  bomb  windows 
in  place  but  all  other  optical  elements  included)  for  about 
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Fig. 16  Divergence  of 
ioser  beam 


50%  transmission.  The  prisms,  mounted  on  a two-degree-of- 
freedom  micrometer  stage,  were  moved  into  place  and  fine 
adjusted  until  the  desired  schlieren  contrast  was  produced. 
If  the  background  changed  and  became  too  light  or  too  dark, 
the  Polaroid  was  rotated  slightly  to  a position  of  more  or 
less  transmission  and  the  prism  readjusted  to  obtain  satis- 
factory schlieren.  This  tuning  continued  until  the  combina- 
tion of  good  background  and  good  schlieren  were  simultaneous 
produced.  A good  background  was  as  uniform  as  possible, 
with  the  transmission  level  about  half-way  between  the  light 
and  dark  schlieren  extremes.  Prior  to  each  combustion  bomb 
run,  the  system  was  "tuned"  using  the  laminar  portion  of 
a city  gas  diffusion  flame. 
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3.  Schlieren  Sensitivity  Matching 

The  sensitivity  of  any  schlieren  system  is  a function 
of  the  focal  length  of  the  second  schlieren  lens/mirror  and 
the  type  and  adjustment  of  aperture.  The  conventional  knife- 
edge  system  has  been  described  by  Leipmann  and  Roshko  (Ref. 
27] . Figure  17  shows  a typical  test  section. 

Collimated  light,  passing  through  the  test  section, 
is  refracted  by  spatial  and  temporal  fluctuations  in  the 
index  of  refraction.  Light  is  refracted  toward  an  increasing 
density  (positive  density  gradient) . The  density  field  which 
causes  the  index  of  refraction  fluctuations  is  the  result 
of  the  combustion  physics  of  a given  propellant  under  a 
specified  pressure.  In  addition,  effects  from  the  exhaust 
system  flow  could  be  superimposed  on  the  density  field  if 
the  flow  were  too  high.  The  total  refraction,  e,  cf  an 
individual  ray  of  light  is  the  sum  of  all  incremental  effects 
from  entry  to  exit  of  the  test  section.  Specifying  the 
test  parameters  (i.e.,  propellant  type,  pressure,  etc.) 
fixes  the  resultant  total  refraction.  Thus,  the  net  refrac- 
tion is  not  available  as  a parameter  for  sensitivity  or 
contrast  control  in  the  schlieren  record.  The  more  sensi- 
tive the  schjieren  system,  the  smaller  the  total  refraction 
can  be  and  still  produce  a detectable  schlieren  record. 

The  second  schlieren  lens/mirror  focuses  the  quasi- 
collimated  light  from  the  test  section  to  a point  at  the 


schlieren  aperture.  Refracted  light  rays  are  displaced  at 
the  aperture  focus  point  relative  to  unrefracted  or  reference 
rays  (Ax  = f2  e)  , proportional  to  the  total  refraction,  c, 
and  the  focal  length  of  the  second  lens,  f2  (Fig.  7).  The 
displacement,  ax,  is  directly  related  to  sensitivity.  The 
only  positive  sensitivity  contribution  of  the  second  lens, 
therefore,  is  through  its  focal  length,  fn.  The  lens  can 

4 U 

have  a negative  contribution  from  spherical  aberrations 
if  too  small  in  diameter  or  if  the  beam  is  well  off  center. 
Non-uniformities  in  the  glass  may  also  degrade  the  resultant 
schlieren  record. 

The  optically  active  aperture  (quartz  prism-polaroid) 
previously  described  controls  both  sensitivity  and  contrast, 
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assuming  affixed  total  refraction,  e,  and  a specified  focal 
length,  f£.  There  are  two  major  points  which  distinguish 
this  aperture  from  the  conventional  knife  edge.  First, 
the  Polaroid  sheet  defines  the  light-dark  extremes  possible 
from  the  polaroid  properties  of  transmission  and  absorption. 
With  any  combination  of  system  optical  members  included, 
assuming  the  laser  polarization  is  not  destroyed,  rotating 
the  polaroid  sheet  will  define  the  light-dark  extremes  possi- 
ble in  the  schlieren  record.  Contrast  in  the  schlieren 
record  is  defined  by  both  the  polaroid  sheet  and  total  system 
sensitivity.  For  a given  density  gradient,  the  combination 
of  polaroid  and  system  sensitivity  will  cause  contrast  of 
up  to  (but  never  exceeding)  the  light-dark  extremes  set  by 
the  polaroid  alone.  Second,  it  is  possible  to  observe  iden- 
tical schlieren  records  for  differing  total  refractions 
(density  gradients) . That  is  to  say,  there  is  a certain 
cyclic  nature  or  periodicity  associated  with  this  schlieren 
aperture.  The  nature  of  the  periodicity  is  dependent  on  the 
total  system  sensitivity  and  the  relationship  of  reference 
ray  polarization  orientation  to  that  of  the  polaroid  sheet 
transmission  axis. 

The  polaroid  sheet  has  an  axis  of  maximum  transmission 
and,  90  degrees  to  it,  an  axis  of  maximum  absorption.  In 
general,  the  polarization  orientation  of  the  reference  (or 
unrefracted)  rays,  after  having  passed  through  the  prisms, 
should  bisect  the  two  axes  of  the  polaroid  sheet  (Fig.  18a) . 
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reference  ray 


(a)  (b) 


Fig  18  Polaroid  sheet  ond  reference 
ray  polarization  orientation 


The  reference  could  be  along  either  bisecting  axis.  Ideally, 
the  steepest  density  gradients  in  the  flow  field,  coupled 
with  the  total  system  sensitivity,  should  cause  a maximum 
differential  rotation  of  ± 45  degrees  for  the  refracted  rays. 
This  would  correspond  to  the  extremes  of  the  light-dark  and 
produce  the  optimum  schlieren  record.  With  the  reference 
polarization  as  shown  in  Fig.  18a,  increasing  the  sensitivity 
would  cause  a greater  rotation  for  the  same  density  gradients. 
If  the  deflected  portion  of  the  beam  is  rotated  more  than 
± 45°,  an  erroneous  reversal  in  the  density  aradient  would 
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be  indicated.  This  cyclic  behavior  becomes  more  critical 
in  one  direction  if  the  reference  axis  and  Polaroid  trans- 
mission axis  are  at  other  than  45°  (Fig.  18b) . This  is 
sometimes  necessary  when  a darker  schlieren  record  is 
required. 

Matching  system  total  sensitivity  to  the  expected 
maximum  density  gradients  may  be  achieved  as  outlined  below. 
Derivation  of  Equations  (see  p.  8 for  symbols  and 

units)  : 


*=J[rr  a^*))dx  = 

L$  do 

p,  d» 

(1) 

r * */,, 

(5) 

AX=  lOfgt 

(2) 

£ = I0f2<£stan(a) 

(6) 

AT  = AX-ton(a) 

(3) 

A^t  =£  Tl  ( dp/dy) 

(7) 

a$,=  <£sat 

(4) 

Sample  Calculations: 

Consider  a single  perfect  gas.  N-,  in  the  test 
section  in  which  the  density  gradients  are  caused  only  by 
temperature  gradients  (i.e.,  at  constant  pressure). 
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V '-296.79  j/Kg-°K  p$)^  = PVR  T$  = l.25057Kg/m3 

2.97  I04  (ref. 27)  T = 2 .374 9 ■ l(33  m3/Kg 

p = eZ5  = const  r 23.2311  P/t  (where  pressure  in  psi)  Kg/m3 

let  &p/ Ay  = (p,- p)/Ay  = 2JL?  3jl£.(  T|  - T^/Ay  = (dp/dy)  Kg/m3 

tI't2  cm 

Estimates  of  (dp/dy)  for  N2  may  be  obtained  from  Fig.  19 
from  the  estimated  temperature  field  with  the  product  of 
the  temperature  extremes,  T^T2 , as  parameters.  Knowing  the 
density  gradient  allows  tradeoffs  in  variables  in  the  total 
sensitivity  parameter,  £ , to  achieve  a 64>t  of  ± 45  degrees 
or  less  (see  Eqns . 6 & 7 above)  . 

Example  of  Excessive  Sensitivity  (N2  is  the  single 
perfect  gas) : 

Given: 


A<$>}  = 47.498(cm-deg-m^Kg)(dp/dy)  Kq/rn3 
‘ cm 

The  results  are  plotted  in  Fig.  20  to  show  that  a mono tonic 
density  gradient  could  produce  "fringing".  That  is,  erroneous 
changes  in  gradient  could  ^e  inferred  if  sensitivity  and 
gradients  are  grossly  mismatched. 

Fig.  21  shows  the  required  total  sensitivity  to 
achieve  a reference  total  rotation  of  ± 45  deg  for  a 
reference  test  section  length  of  1.0  cm. 


54 


* / 
o 


*> 


I 


1 / / 
/ / 


y 

/ / 

f / 

/ j 


+)  / 
V 


*>  / 
xV 

y «>, 

/ & 


/ 


/ 


/ 


/ 


V 


19b  P = 50psi 


Fig  20  Cyclic  intensity  variotion 
with  monotonic  density  grodient 
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Thus,  for  the  existing  system,  assuming  a 1.0  cm  test 
section  length,  nitrogen  density  gradients  of  1.25  (Kg/m  } /cm 
would  be  required  to  produce  ± 45°  differential  rotation. 

In  order  to  estimate  some  order  of  magnitude  measure 
of  the  reported  schlieren  system  performance,  the  following 
calculations  were  made. 

System  Parameters: 

f2  = 860cm  ;a=30deg 

</>s  = 32  3 deg/mm ;£  = iof2</>s  tan(a)  = i6038deo  - lolal  sensitive 

A4>t<FL(^7dP) 


A)  Consider  a candle  diffusion  flame  temperature  profile 
as  reported  by  Gaydon  and  Wolfhard  [Ref.  28]. 

Assume : 


p = pR  =!4.7psi  ; p.=ftL,=  l293Kg/^  ; ^ ?snl0'4 

' J UH  # M.  • * 

L = 1.0  crn  r=2.7M04 

AT/^y  = 305°  °K /cm 

y>max  =(cons,)P/T|T2(AT/Ay)rnax  =O.06KgZin3 

A<J>,  = 3.7deg  cm 


m3/Kg 
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B)  Consider  a standing  normal  shock  wave  in  dry  air 
(assumed  thermally  and  calorically  perfect) . 


M,*2.0  Mg  1 0.577 
Pt/Ph--°  23  Pz/f\~-Z  667 


o em 

A<t>,  =204° 


let  ^it  ^sW8'293^3 

L *l.0cm 

T *2.56  I0'4">3/Kg 
Ay  sicT^m  Uhock  ihickn***) 


C)  Vertical  smearing  of  the  schlieren  for  AP  combustion: 

During  the  exposure  time  for  any  given  frame,  the 
hot  gases  have  a vertical  velocity  which  results  in  a 
"smearing"  on  the  film.  The  smear  is  simply  the  distance 
a gas  particle  may  move  during  the  exposure  time  (smear  = 
velocity  times  exposure  time) . 

Assume:  For  pure  ammonium  perchlorate  (AP) 

deflagration 

1.  The  gas  and  solid  phases  have  the  same  cross 
section 

2.  The  combustion  process  is  stoichiometric 

3.  The  combustion  is  at  constant  pressure 
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m = moss  burr  rate  =<«  * vol.)/sec  = oAcr)  . . = p A Vel  )fl0, 

(p/KT)V.I  ' ' 

/jrJjoUd5  I 95x10^  Kg/m3  *0.5lcm/sec  {at  500p$i) 

NH4CI04—*l  62(^0  + I 01 502+  0.76HCI  +-  0.265IV+-  02  3N0 
-h0.l2CI2  + O.I2N20{Ref.2) 

moles  m.x=  ^moles,  =4.13  1 Vj  = ™'esi/(TK)les  mix 

MWn^sJyjMWj  =95.3726  '•  Rmix  = ^/MWmix  = 87.1833  i/Kg«K 

T=Tf|0me  = l200oK(Ref.2) 

Vel=  <^r)soiid  {RT/p)mtx  -30 cm/sec 

smeor  ot  80^tsec  = 2.4l03cm  (O.OOlin.) 
exposure  time 


The  calculated  smear  was  not  considered  significant 
for  the  near-surface  gas  phase  observations. 

4 . Specimen  Preparation  and  Mounting 

A variety  of  specimens  was  used  including  ammonium 
perchlorate,  both  single  crystal  ultra-high  purity  (SC-UHP) 
and  polycrystalline  (PC-UHP) , ammonium  perchlorate-binder 
sandwiches  and  a solid  propellant  which  utilized  large 
unimodal  AP . Sizes  and  construction  techniques  were  similar 
to  those  reported  by  Netzer  [Refs.  9 and  10],  Boggs  [Ref.  3] 
and  Strahle  [Ref.  5).  The  specimens  were  mounted  on  end  on 
small  pedestal  supports  designed  to  fit  into  a test  section 
holder.  The  ignition  wire  was  stretched  across  the  top 
edge  of  the  specimen  as  shown  in  Fig.  15.  Initially,  the 
ignition  electrodes  were  spaced  too  far  apart.  Thus,  the 
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system  was  modified  to  bring  the  electrodes  closer  and  make 
the  ignition  wire  appropriately  shorter.  This  eliminated 
the  wire  lifting  off  the  crystal  surface  when  electrically 
heated  but  before  ignition  could  occur.  For  sandwich 
burners  and  composite  propellants,  a small  amount  of  a 
mixture  of  black  powder,  glue  and  acetone  was  spread  on 
the  top  of  the  wire  and  upper  edge.  This  assisted  in  a 
flash  ignition  across  the  entire  edge  and  contributed  to 
an  even  regression  across  the  width.  A surveyor's  transit 
and  first  surface  mirror  provided  observation  and  coordina- 
tion of  the  ignition  and  camera  initiation  sequence. 
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III • RESULTS  AND  DISCUSSION 

The  photographic  results  shov/ed  that  the  self-luminous 
interference  which  occurs  for  solid  propellant  combustion 
was  eliminated  by  using  the  narrow-pass  filter.  In  general, 
the  results  were,  in  good  agreement  with  previously  reported 
results  of  Murphy  and  Netzer  [Ref.  9]  and  Klahr  and  Netzer 
[Ref.  10],  Some  significant  disadvantages  were  identified 
which  prevent  this  type  optical  system  from  also  being  used 
for  detailed  surface  structure  observations.  The  basic 
feasibility,  nonetheless,  of  application  of  an  optically 
active  aperture  laser  schlieren  system  to  high  pressure  solid 
propellant  combustion  research  w’as  demonstrated. 

A schlieren  photograph  of  the  laminar  portion  of  a city 
gas  diffusion  flame  is  shown  in  Fig.  22a.  Although  the 
quality  was  somewhat  reduced,  this  schlieren  record  is  in 
agreement  with  photographs  provided  by  Gaydon  and  Wolfhard 
[Ref.  28].  The  laminar  jet  at  the  center  of  the  flow  is 
clearly  identifiable.  The  temperature  and  density  profiles 
across  the  flame  at  a given  height  are  shown  qualitatively 
in  Fig.  22c.  From  right  to  left  in  Fig.  22a  can  be  seen: 
increasing  temperature  and  decreasing  density  near  the  flame 
front  (dark) ; density  and  temperature  leveling  off  on  inner 
side  of  flame  (neutral);  increasing  density  (temperature 
drop)  approaching  the  center  laminar  jet  (white) ; zero 
density  gradient  (inflection  point)  at  center  of  laminar  jet 
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22o.City  gas  diffusion  flome 


22  b.  Condle  flame 


r 


Pig  ?2  Diffusion  flames 


(thin  neutral  line) ; increasing  temperature  and  decreasing 
density  leaving  the  center  jet  (dark) ; temperature  and  den- 
sity leveling  off  between  jet  and  flame  (neutral) ; increasing 
density  (decreasing  temperature)  beyond  the  flame  front 
(light) ; return  to  neutral  background.  Note  the  laser 
light  diffractions  along  the  solid  boundaries  of  the  small 
gas  tube,  along  the  larger  solid  propellant  specimen  support 
and  around  the  curved  boundary  defined  by  the  narrow-pass 
filter.  In  addition  to  the  diffractions  along  solid  boun- 
daries, laser  light  is  also  extremely  critical  of  any 
optical  anomaly  in  the  system.  Although  high  quality  optical 
members  were  used,  several  small  defects  were  identified 
under  laser  illumination. 

A schlieren  photograph  of  a candle  flame  is  shown  in 
Fig.  22b.  The  ascending  hydrocarbon  vapor  can  be  seen 
surrounding  the  wick.  Again  there  is  basic  qualitative 
agreement  with  Gaydon  and  Wolfhard  results  [Ref.  28].  From 
right  to  left,  the  schlieren  record  is  similar  to  Fig.  22a. 

The  still  picture  results  for  candles  and  gas 
diffusion  flames  were,  in  general,  of  lower  quality  and 
sensitivity  than  for  conventional  schlieren  systems.  There 
are  at  least  three  major  contributing  reasons:  properties 

of  the  laser  light  itself  (i.e.,  solid  boundary  diffractions, 
etc.),  limited  schlieren  light-dark  extremes  available  due 
to  the  transmission  and  absorption  properties  of  the  polaroid 
(40-70%  transmission),  and  the  limited  total  sensitivity,  £, 
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of  the  reported  system  (16038  degrees) . The  latter  required 
significant  density  gradients  for  them  to  be  detected  at  all. 
Since  these  constant  pressure  diffusion  flames  were  not 
intended  as  the  major  area  of  application  of  this  schlieren 
system,  no  effort  was  made  to  match  density  gradients  and 
total  system  sensitivity  as  previously  discussed. 

Considering  solid  propellants,  the  reduction  or 
elimination  of  self-luminous  interference,  particularly  yellow 
light,  was  a primary  objective  of  this  optical  system  develop- 
ment. Initially,  results  using  7277  4X  reversal  film  indi- 
cated that  the  narrow-pass  filter  was  effectively  eliminating 
this  interference  from  samples  of  AP/HTPB  and  AP/PBAA  sand- 
wich burners  and  N3  propellant  (21%  weight  PBAN  binder  with 
79%  weight  unimodal  AP  from  420-500y) . The  final  check  for 
filtering  effect  on  self-luminous  interference  was  made  using 
an  AP/PBAA  sandwich  (binder  thickness  4 0 6 y ) and  7242  Ektachrome 
color  film.  The  specimen  was  seen  by  direct  observation  to  be 
highly  self-luminous  during  the  burn.  Figure  23  shows  the 
effective  narrow-pass  filter  elimination  of  this  interference. 

Figure  24  shows  selected  frames  from  7277  4X  high- 
speed motion  pictures  of  monopropellant  ammonium  perchlorate 
(AF)  burning  at  various  pressures.  The  fringing  of  the 
existing  system  consituted  the  lower  resolution  limit.  These 
finely  spaced  fringes  apparently  result  from  interaction  of 
the  laser  light  with  either  the  aperture  or  the  lens.  As 
measured  from  Fig.  24b,  the  resolution  limit,  for  the  system. 


65 


based  on  fringing,  was  approximately  60u.  All  exposure 
times  for  Fig.  24  were  80  usee. 

Fig.  24a  shows  a single-crystal  ultra-high  purity 
ammonium  perchlorate  specimen  (AP-SC-UHP)  , 4.7mm  wide, 
burning  at  500  psi.  The  results  were  in  good  agreement 
with  the  color  schlieren  of  Murphy  and  Netzer  [Ref.  9]. 
Individual  surface  reaction  sites  were  observed  (as  evi- 
denced from  the  gas  phase  density  gradients)  to  be  distri- 
buted rather  evenly  across  the  surface.  The  sites  appeared 
to  be  on  the  order  of  180-280p  in  width,  slightly  smaller 
than  reported  by  Netzer  [Ref.  9],  The  deflagration  appeared 
to  be  laminar.  The  definite  temperature  peak  above  the 
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center  of  the  specimen,  as  reported  by  Murphy  and  Netzer 
{Ref.  9],  was  not  observed. 

Fig.  24b  shows  a pressed  polycrystalline  ammonium 
perchlorate  specimen  (PP-UHP-AP) , 4.83  mm  wide  and  1.27  mm 
thick,  burning  at  450  psi.  All  (PP-UHP-AP)  specimens  were 
pressed  at  30,500  psi  for  20  minutes  as  described  in  Ref.  9. 
The  light-dark  schlieren  shifts  (evidence  of  individual  sur- 
face reaction  sites)  appeared  to  be  spaced  280-300U  across 
the  surface  with  large-scale  turbulence  beginning  about 
500-600y  above  the  surface.  The  front  surface  of  the  solid 
phase  was  dark  due  to  the  fact  that  it  was  in  the  shadow 
of  the  laser  light  source  and  not  directly  illuminated. 

Surface  definition  was  poor  in  the  region  of  the  dark 
schlieren  gas  phase-solid  phase  surface  interface.  Observa- 
ble from  the  motion  pictures  was  a "dancing"  or  apparent 
motion  of  the  solid  phase  surface  just  below  the  burning 
surface.  This  was  attributed  to  the  reflections  from  the 
downstream  bomb  window.  In  the  SC-UHP-AP  specimen,  this 
"dancing"  was  not  observed  since  the  transparent  crystal 
allowed  laser  light  transmission  which  overpowered  any  such 
reflections . 

Smoke  absorption  appeared  to  be  a major  problemt, 
particularly  with  the  limited  power  laser  light  source. 

Light  absorption  by  the  smoke  resulted  in  a darkened  area, 
which  was  superimposed  on  any  light-dark  shift  resulting 
from  density  gradients  and  confused  the  record  interpretation. 
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On  the  right  hand  edge  of  Fig.  24b  the  gray  region  in  the 
gas  phase  was  thought  to  be  smoke.  Smoke  accumulation  was 
minimized  by  controlled  purge  rate. 

Fig.  24c  shows  a PP-UHP-AP  specimen,  6.1  mm  wide  and 
1.27  mm  thick,  burning  at  1000  psi.  Fringing,  light  absorp- 
tion by  the  smoke,  and  apparent  solid  phase  surface  motion 
("dancing")  were  all  observed.  There  were  two  major  differ- 
ences, however,  between  the  1000  psi  and  the  500  psi  results. 
The  first  was  a near-constant  periodic  pulsing  of  the  burning 
process.  At  regular  intervals,  a very  thin  layer  of  smoke 
would  move  upward  from  the  immediate  vicinity  of  the  surface 
all  along  the  width.  This  smoke  layer  was  everywhere  parallel 
to  the  surface  locally.  That  is,  it  reflected  the  instantan- 
eous surface  contour.  This  result  was  similar  to  those 
reported  by  Murphy  and  Netzer  [Ref.  9].  They  reported  a 
"thermal  pulsing"  when  their  aperture  was  positioned  to 
detect  vertical,  vice  horizontal,  density  gradients.  Boggs 
and  Zurn  [Ref.  29]  similarly  reported  an  accumulation  and 
shedding  of  unrcactcd  products  on  the  surface  of  poLassium- 
doped  AP  crystals,  leading  to  a "stop  and  go"  burning 
characteristic.  The  second  difference  was  the  lack  of 
light-dark  schlieren  shifts  across  and  just  above  the  sur- 
face. This  indicated  no  density  gradients  (i.e.,  approxi- 
mately constant  temperature)  across  the  surface  with  uniform 
burning.  Murphy  and  Netzer  [Ref.  9]  reported  similar  results 
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with  "almost  uniform  color  in  the  gases  just  above  the 
surface . ” 

Figure  24d  shows  a PP-UHP-AP  specimen  6,1  mm  wide  and 
1.27  mm  thick  burning  at  2200  psi.  The  surface  locally 
appeared  to  be  non-uniform,  with  large  scale  turbulence  very 
close  to  the  surface.  Density  gradients  were  observed  which 
extended  to  the  burning  surface.  However,  the  smoke  and 
fringing  near  the  surface  prevented  a consistent  determination 
of  the  size  of  the  surface  reaction  sites.  The  pulsing  nature 
observed  in  the  1000  psi  results  was  not  observed  at  2200  psi. 


Fig.24d  AP{polycrystolline ) , 2200psi 


IV.  CONCLUSIONS 


1.  The  basic  feasibility  of  using  an  optically  active 
aperture  laser  schlieren  system  for  high  pressure  solid 
propellant  combustion  study  was  demonstrated. 

2.  The  single  advantage  of  this  schlieren  system  over  con- 
ventional schlieren  systems  is  the  self-luminous  interfer- 
ence elimination.  Self-luminous  interference  elimination 
was  successfully  demonstrated. 

3.  For  applications  where  the  self-luminous  problem  is 
nonexistent  (i.e.,  shock  pattern  studies)  a CW  laser 
schlieren  in  general  would  be  inferior  to  conventional 
schlieren  systems.  Conventional  color  schlieren  has  the 
added  advantage  over  this  system  that  schlieren  effects 
can  be  more  readily  distinguished  from  variable  light 
absorption  by  smoke. 

4.  System  resolution  was  limited  primarily  by  fringing. 

The  fringing  could,  perhaps,  be  minimized  or  eliminated  by 
using  a b nded  prism  set  and  mirrors  in  place  of  the  lenses. 

5.  At  500  psi,  AP  deflagrated  in  a steady  manner  with  a 
rather  planar  surface.  Individual  surface  reaction  sites 
were  evidenced  by  density  gradients  in  the  gas  phase  across 
the  surface.  The  gas  flow  from  the  deflagrating  surface 
was  very  laminar. 


€.  At  1000  psi,  AP  continued  to  deflagrate  with  a planar 
surface  but  was  pulsating  in  nature.  Surface  reaction 
sites,  if  existing  at  all,  were  '^ery  small. 

7.  At  2200  psi,  the  pulsating  behavior  was  not  observed 
and  the  surface  was  locally  non-uniform.  Local  reaction 
sites  may  have  existed,  but  the  gas  flow  immediately  above 
the  surface  was  very  turbulent,  making  surface  observation 
difficult. 

8.  The  observations  of  AP  deflagration  using  laser  schlieren 
confirm  behavior  observed  by  other  investigators  who  have 
used  high  speed  motion  pictures  and  post-fire  examinations 

of  quenched  samples. 
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